We devised and prepared a conducting molecularly imprinted polymer (MIP) for human serum albumin (HSA) determination using semi-covalent imprinting.
Introduction
Human serum albumin (HSA) is an essential component of the protein fraction in human blood plasma. HSA constitutes nearly half a blood serum protein (Peters 1995) . Its molecular weight and dimensions are, M w = 66.4 kDa and 7.5  6.5  4.0 nm 3 , respectively (Erickson 2009 ). HSA is mainly responsible for transport of several important substances and xenobiotics in human body including hormones, fatty acids, and drugs (Curry et al. 1998) . Moreover, it maintains oncotic pressure and prevents photodegradation of folic acid. HSA concentration in blood plasma is typically 35 to 50 mg/mL. Abnormal HSA concentration can serve as an indicator of a coronary heart disease (Danesh et al. 1998 ) and multiple myeloma (Greipp et al. 2005) . A low level of HSA in plasma (hypoalbuminemia) indicates liver failure, cirrhosis, and chronic hepatitis (Murch et al. 1996) . A moderate HSA concentration (30 to 300 µg/mL) in urea is indicative of microalbuminuria and higher concentrations of albuminuria, both caused by kidney damage, most often resulting from diabetes and hypertension (Hoogenberg et al. 1993 ).
Therefore, the HSA determination is so much clinically important.
Colorimetry is now the most commonly used method of HSA determination. It relies on Bromocresol Green binding (Rodkey 1965) . However, it suffers from serious disadvantages.
Most importantly, the HSA concentration is often overestimated with this method because equilibrium of the HSA reaction with this dye is not reached and, therefore, the analytical response is time dependent. Apparently, this response is rising fast all the time (Snozek et al. 2007; Webster et al. 1974) . Moreover, Bromocresol Green may react with other proteins too (Keay and Doxey 1984) . Typically, the linear dynamic concentration range extends from 100 to 300 µg/mL HSA (Doumas et al. 1997) . Furthermore, fluorescence spectroscopy, often used for determination of HSA, is generally inadequate with respect to selectivity and stability (Hawe et al. 2008; Kessler et al. 1997; Matulis et al. 1999; Sun et al. 2012; Suzuki and Yokoyama 2005; Volkova et al. 2011) . This is because the HSA emission can easily be interfered by the fluorescence of other proteins in biological samples. Only quite recently, the first, based on the Pittsburgh Green II dye, fluorescence protocol of HSA determination was developed affording the time independent response to HSA. This response was linear in the range of 2 to 10 µg/mL HSA (Smith et al. 2014) . Moreover, a label-free, based on silicon nitride (Si 3 N 4 ), impedimetric HSA immunosensor was fabricated (Caballero et al. 2012 ). This sensor was highly selective with respect to other proteins and its response was linear in the range of 10 −13 to 10 −7 M HSA.
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However, it revealed disadvantages typical of immunosensors. That is, its fabrication was rather complicated and expensive. Besides, stability of anti-HSA antibodies used was limited.
Moreover, this immunosensor could operate as a disposable device only because its sensitivity dropped by as much as 40% when HSA was extracted from its recognizing film after the first use. Therefore, we heiren used molecular imprinting for HSA determination.
Molecularly imprinted polymers (MIPs), synthesized with the use of macromolecular templates (M w >1500 Da), have received significant attention for nearly last two decades. The task of devising the protein recognizing MIPs has already been challenged by developing different imprinting procedures. These are commonly categorized as the bulk, particle, surface, and epitope imprinting (Bergmann and Peppas 2008; Bossi et al. 2007; Kryscio and Peppas 2012; Li et al. 2014; Verheyen et al. 2011; Yang et al. 2012 ). Despite of a vast research in this field, only limited progress has been made so far. The most promising seems to be molecular imprinting of an epitope, i.e., devising an MIP with only a small part of a peptide used as the template (Rachkov and Minoura 2001) . However, this promising approach has its limitations.
That is, the fragment chosen for imprinting should be specific for the target protein only and, moreover, it should readily be accessible for binding, e.g., it should be located on surface of the target protein molecule. Furthermore, this epitope should easily be available at a reasonable cost.
Some attempts to fabricate MIP chemosensors selective with respect to HSA have already been undertaken. In one, an Au-coated quartz crystal resonator (Au-QCR) was spin coated with a film of the HSA imprinted polyacrylamide using 3-dimethylaminopropyl methacrylamide (DMAPMA) as the functional monomer (Lin et al. 2004) . This resonator was then used to determine HSA by piezoelectric microgravimetry (PM) with a quartz crystal microbalance (QCM). However, the linear dynamic concentration range was rather narrow (60-160 µg/mL) and linearity of the response was low. In another attempt, a molecularly imprinted with HSA silicon sol-gel system was deposited on an Au-QCR (Zhang et al. 2006) . Then, HSA was simultaneously determined using PM and electrochemical impedance spectroscopy (EIS). This chemosensor was very selective with respect to several peptides and the response to HSA was linear in the range of 10 −9 do 10 −6 g/mL. Moreover, a selective to HSA acrylic MIP bearing an organic dye (O-acryl-L-4-hydroxyproline amide of dansylethylendiamin) inside the imprinted cavity was preapered (Inoue et al. 2013) . The linear dynamic concentration range of the 5 fluorescence response of this MIP chemosensor was 0.5 to 5 µM HSA. Selectivity of this chemosensor with respect to the lysozyme, avidin, and chymotrypsin interferences was high.
However, it was low to bovine serum albumin (BSA). The fluorescence of the polymer was quenched only because of HSA binding in the cavities and not because of non-specific HSA adsorption on the MIP surface. For this hypothesis verification, the same MIP was deposited on surface of an SPR chip. In this case, both the imprinting factor and selectivity dramatically dropped.
Imprinting of peptides is quite challenging mainly because of their large size and conformation liable to experimental conditions. In case of non-covalent imprinting (Sellergren et al. 1988) , it is very difficult to estimate which and how many binding sites are accessible for the recognition on the template molecule. For that, selection of a proper molar ratio of the functional monomers to the peptide monomers in the solution for polymerization seems to be crucial. That is, too high concentration of the functional monomer would lead to the appearance of the recognizing functionalities unbound to the template molecules and randomly distributed in the MIP. This randomization would result in a low imprinting factor and low selectivity on the one hand, however, on the other too low ratio would lead to a lower number of recognition sites in the molecular cavities and, hence, lower affinity to the peptide analyte. Therefore, optimization of the composition of the pre-polymerization solution for the non-covalent imprinting is time and labor consuming. To circumvent these difficulty, we herein introduced a semi-covalent approach to protein imprinting. This imprinting involves covalent binding of recognition moieties of functional monomers with binding functional groups of the template (Sellergren and Andersson 1990) . Then, after polymerization, the template must be removed by cleavage of these covalent bonds. But in contrast to a typical covalent imprinting (Wulff and Sarhan 1972) , the analyte binds to the imprinted cavity only in a non-covalent way in this semicovalent approach, e.g., with the hydrogen bonds and/or via electrostatic, van der Waals, and hydrophobic interactions. By definition, this imprinting assures that all functional monomers incorporated in the MIP matrix are bound to the template. Until now, the semi-covalent imprinting was not used for protein templates. There are some examples of MIP fabrication where proteins were covalently immobilized on the substrate surface (Moreira et al. 2013a; Moreira et al. 2013b; Moreira et al. 2013c; Tretjakov et al. 2013) . Moreover, cytochrome c was labeled with a cleavable functional monomer bearing a disulfide bond and terminal maleimide 6 moiety capable of binding cys-17 located on the cytochrome c surface (Suga et al. 2013) . After MIP deposition, the disulfide bond was cleaved, and then the resulting thiol moiety was used for post-imprinted labeling of the molecular cavity with a fluorescent organic dye. Apparently, molecularly imprinted cavities were formed in a typical non-covalent way in all these examples.
In the present paper, we describe a novel approach to imprinting of macromolecular compounds, represented by the HSA protein. For that, HSA was semi-covalently imprinted in a thiophene based conducting MIP. Until now, semi-covalent imprinting was successfully used only for imprinring small-molecule compounds (Sellergren 2001) . Here, our MIP was deposited as a thin film on an Au electrode surface by electropolymerization under potentiodynamic conditions to serve as the recognition unit of an electrochemical chemosensor for selective HSA determination.
Materials, instrumentation, and procedures

Materials and Reagents
All chemicals, solvents, and peptides were from Sigma-Aldrich except of 2,2-bithiophene-5-carboxylic acid (Enamine, Ltd.
) as well as N-(3-dimethylaminepropyl)-N-ethylcarbodiimide
hydrochloride (EDC) and 1-hydroxy-7-azabenzotriazole (HOAt) (TCI N.V.). The NORTROL control serum (with HSA concentration 38 to 48 mg/mL) was from Thermo Fischer Scientific.
Instrumentation
A VSP potentiostat/galvanostat computerized electrochemistry system of Bio-Logic, SAS, controlled by the CE-Lab V10.37 software of the same manufacturer, was used for the CV, DPV, and EIS measurements. A one-or two-mL three-electrode one-compartment V-shaped glass electrochemical minicell was used. A 2-mm in diameter Au disk sealed in a soft glass tubing, an Ag|AgCl, and a coiled Pt wire was used as the working, pseudo-reference, and counter electrode, respectively. The infrared spectra of thin films were recorded using polarization-modulation infrared reflection-absorption spectroscopy (PM-IRRAS) with a Vertex 80v Fourier transform infrared (FTIR) spectrophotometer of Bruker, equipped with a PMA50 PM-IRRAS module. The nitrogen-cooled MCT (Hg-Cd-Te) detector served to obtain a reasonably high signal-to-noise ratio. All IR spectra were analyzed with the OPUS 6.5 software of Bruker.
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The MIP films were imaged by AFM (in the Tapping mode) with a MultiMode 8 AFM microscope of Bruker under control of a Nanoscope V controller. The films for imaging were deposited on the Au-film coated glass slides.
The XPS spectra were recorded on a PHI 5000 VersaProbe (ULVAC-PHI) scanning ESCA microprobe using monochromatic Al Kα radiation (hν = 1486.6 eV). The Casa XPS software was used to evaluate the XPS data. Background was subtracted using the Shirley method and peaks were fitted with the (Gaussian-Lorentzian)-shaped profiles. The binding energy (BE) scale was referenced to the C 1s peak with BE = 284.6 eV.
The UV-vis spectra were recorded with 0.1-nm resolution using a UV-2501 spectrophotometer of Shimadzu.
Procedures
Syntheses of the p-bis(2,2-bithien-5-yl)methylalanine cross-linking monomer and 5,5,5-methanetriyltris(2,2-bithiophene) functional monomer were described elsewhere (Huynh et al. 2013a; Huynh et al. 2013d ).
Derivatizing of human serum albumin with functional monomers
HSA (15 mg, 0.23 µmol) was suspended in a mixed solvent solution of toluene (0.5 mL) and chloroform (0.3 mL). Next, 2,2-bithiophene-5-carboxylic acid 1 (11 mg, 52 µmol), HOAt (11 mg, 80 µmol), EDC (0.015 mL, 13 mg, 68 µmol), and triethylamine (0.025 mL) were added.
After 10-h stiring at room temperature, p-bis(2,2-bithien-5-yl)methylalanine 2 (40 mg, 92 µmol), additional portion of EDC (0.015 mL,13 mg, 68 µmol), and triethylamine (0.02 mL) were added, and then the suspension stirred for another 10 h. The labeled HSA was extracted from the reaction mixture with the phosphate buffer saline, PBS, (2  0.5 mL, pH=7.4) solution. Then, the HSA peptide was purified by liquid chromatography on a Sephadex column. Volume of the collected product fraction was 5 mL (labeled HSA concentration of ~3 mg/mL). The success of the derivatized HSA synthesis was proven by both the UV-vis and IR spectroscopy measurements (Fig. S1 , Supplementary material).
Synthesis of the molecularly imprinted polymer (MIP-HSA) film
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The MIP-HSA film was prepared by oxidative electropolymerization under potentiodynamic conditions with 50 potential cycles over the potential range of 0 to 1.20 V at the potential scan rate of 50 mV/s (Fig S.2 , Supplemental Data). For preparation of a solution for the electropolymerization, the solution of labeled HSA (0.1 mL) was added to the acetonitrile (0.9 mL) solution of 5,5,5-methanetriyltris(2,2-bithiophene) 3 (10 µM), and tetrabuthylammonium perchlorate (100 mM). Before MIP-HSA film deposition, the electrode was immersed in the "piranha" solution for 10 min, and then mirror finished with the alumina slurry (0.05 µm).
(Warning. The "piranha" solution is very dangerous if contacted with skin or eye.)
Synthesis of the control non-imprinted polymer (NIP) film
The NIP film was prepared by oxidative electropolymerization under the same conditions as those used for the MIP-HSA synthesis. The only difference was that free functional monomers were added to the polymerization mixture instead of the labeled HSA. The concentrations of functional monomers were adjusted to the concentrations that were used for MIP-HSA deposition assuming that HSA labelling was complete.
Results and discussion
Labeling of human serum albumin with functional monomers
For imprinting, we have chosen two different functional monomers, vis., one bearing the carboxylic group 1 and the other the amine group 2 (Frame A in Scheme 1). These monomers were then covalently bound to the appropriate functional groups on the HSA surface (
Step a in Scheme 1). For this labeling, a mixed solvent solution of toluene and chloroform was used. This solution afforded sufficient solubility of all the reactants and, moreover, it was much less destructive to the HSA peptide than other solvents were, including methanol and acetone (Klibanov 2001) . Our procedure of MIP preparation allowed using a large excess of functional monomers with respect to the number of binding sites on the HSA surface. Therefore, all functional groups available on surface of the HSA template molecule were bound. The excess of the functional monomers and the side product 4 were then removed by LC. Moreover, this procedure allowed using carboxylic and amine functional monomers simultaneously. Under other conditions (e.g., in a non-covalent imprinting approach), these monomers would interact with each other.
The success of HSA derivatizing was proven by both the UV-vis and IR spectroscopy measurements (Fig. S1 , Supplemental Data). That is, new UV absorption bands at 220, 280, and 330 nm for the HSA solution, which appeared after labeling (spectrum 2 in 
Preparation of the polymer molecularly imprinted with human serum albumin (MIP-
HSA)
The labeled HSA was used for preparation and deposition on the Au electrode of the MIP-HSA film. For that, we adopted our procedure that was successful for imprinting of small molecules (Huynh et al. 2013a; Huynh et al. 2013c; Pietrzyk et al. 2010a; Pietrzyk et al. 2010b ). Then, the template was removed from the film by immersing the MIP-HSA coated electrode in 30% NaOH for 45 min at 40 °C until the DPV and EIS response of the chemosensor was constant. The DPV curves and EIS spectra of the chemosensor before and after electropolymerization as well as after template extraction are shown in Fig. 1 .
[Here Fig. 1 ]
After template removal, the DPV curves and EIS spectra were very similar to those for the bare electrode. This behavior might result from emptying molecularly imprinted cavities, thus facilitating diffusion of the redox probe trough the polymer to the electrode surface for charge
exchange.
Initially, we tested another MIP-HSA deposition procedure (Supplemental Data).
However, this procedure was abandoned because the resulting MIP-HSA film was mechanically unstable.
Characterization of the polymer molecularly imprinted with human serum albumin
For characterization, the MIP-HSA film was deposited on an Au film coated glass slide.
However, the deposition current was high and, therefore, a thin layer of gold was oxidized. To avoid this undesired effect, the solution for electropolymerization was diluted ten times.
The PM-IRRAS spectrum, recorded after deposition of the MIP-HSA film, showed a strong broad absorption band in the range of 1800 to 1000 cm -1 (spectrum 1 in Fig. S3 , Supplemental Data), assigned to the HSA present in the film. Unfortunately, it was impossible to assign any bond vibration in this range because of signals strongly overlapped. After HSA extraction, this broad absorption band disappeared (spectrum 2 in Fig. S3 , Supplemental Data).
Moreover, signals characteristic of the peptide bonds (Amide I-III, and A) were absent. This absence proved a complete removal of the HSA from the MIP-HSA matrix.
The XPS spectrum recorded after deposition of the MIP-HSA film on the Au electrode showed a strong N1s signal of nitrogen (BE=399.7 eV) and no evidence of the presence of sulfur (Table S1 , Supplemental Data). This high nitrogen content and the sulfur absence may indicate that the MIP-HSA surface was completely coated by the HSA molecules, which were surface immobilized with the peptide bonds. After HSA extraction, the nitrogen content on the MIP surface significantly decreased (Table S2 , Supplemental Data). Moreover, two sulfur signals appeared (BE=163 and 169 eV). But still, the nitrogen-to-sulfur atomic ratio was very high (N N :
N S = 1.5 : 1). Apparently, all functional monomers in the MIP were precisely positioned (Scheme 1) and all of their functional groups were present on the MIP-HSA surface or on the surface of the imprinted cavities while the bithiophene moieties were deeply buried inside the MIP matrix. Moreover, for the NIP film, in which distribution of the monomers was random, the nitrogen-to-sulfur atomic ratio was much lower (N N : N S = 1 : 4.8).
The MIP-HSA film was AFM imaged in order to unravel its morphological differences before and after HSA extraction (Fig. S4, Supplemental Data) . Apparently, the MIP-HSA surface was quite flat and smooth consisting of 20 to 60-nm grains of the bithiophene polymer (Fig. S4a, Supplemental Data) . No smaller structures were seen on surface of these grains.
Moreover, the visco-elastic properties changed only on edges of the grains (Fig. S4c and S4d, Supplemental Data). Besides, roughness of the film, i.e., the ratio of the 3-D area to that 2-D projected, only slightly decreased (from 16% to 12%) after extraction of HSA (Fig. S4b , Supplemental Data) suggesting that HSA was removed from the surface of the MIP grains.
However, no information about cavities inside polymer grains was obtained. The AFM determined thickness of the MIP-HSA film was 75 to 100 nm.
Characterization of the MIP-HSA electrochemical sensor for determination of human serum albumin
The DPV peak for the redox probe couple of K 4 Fe(CN) 6 /K 3 Fe(CN) 6 at the MIP-HSA film coated Au disk electrode decreased faster the higher was the HSA concentration in the solution (Fig. S5 , Supplemental Data). Apparently, the redox probe diffusion through the MIP film was slowed down because of large HSA molecules entered the film. The drift in the DPV peak current 12 resulted from at least two simultaneous processes. One involved slow diffusion of inorganic counter ions and/or a decreased level of polymer doping in a neutral solution. The other, presumably the most important, originated from slow HSA diffusion. Therefore, the peak measurement at 60 min after HSA addition to the test solution seemed to be the most appropriate time compromise between the measurement of reasonably stable DPV and EIS signals and the measurement ergonomics (Fig. S6 , Supplemental Data).
Two electrochemical techniques were used for constructing the HSA calibration plots.
That is, the DPV and EIS curves were simultaneously recorded at a carefully controlled time of 60 min after addition of HSA to the redox probe solution. In DPV, the HSA-extracted MIP film coated electrode linearly responded to the HSA concentration in solution in the range of 12 to 300 pM, i.e., 0.8 to 20 µg/mL (Fig. 2a) In the EIS (Fig. 2b ) measurements, the linear dynamic concentration range was 60 to 1200 pM (4 to 80 µg/mL) satisfying the linear regression equation of ΔR ct , Ω = 654(±66) + 1.56(±0.1) c HSA , pM with the correlation coefficient of 0.9803. The limit of HSA detection was 12 pM (0.8 µg/mL) and the imprinting factor was even higher than that determined by DPV, i.e., it was IF EIS = 26.8.
Selectivity of the MIP-HSA chemosensor with respect to the low-(molecular weight) interferences
Semi-covalent imprinting assures very well defined location of recognizing sites in an MIP.
That is, these sites are encountered only in the imprinted molecular cavities or on the MIP surface. Therefore, selectivity of the MIP with respect to the low-(molecular weight) interferences, typical for body fluids including blood and urea, is expected to be very high.
Those interferences, even if bound by the MIP, should not cause any polymer swelling and, moreover, they are too small to physically block the (several-nanometer)-size imprinted cavities.
In the present study, the EIS responses of the MIP film coated electrode to those interferences, at maximum physiological concentrations, are compiled in Table 1 .
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[Here Table 1] Advantageously, the MIP-HSA film coated electrode did not respond to most tested low-(molecular-weight) interferences including creatinine, urea, and uric acid. However, a relatively strong EIS signal was produced for glucose at its high concentration of 5.55 mM (1 mg/mL).
Fortunately, a blood sample must be diluted a thousand times before the HSA detrmination.
Therefore, the presence of glucose should have no effect on the detection signal. Blood cholesterol is usually bound to the transport proteins. Other possible interferences are present at much lower concentrations. Therefore, the devised MIP-HSA chemosensor meets all requirements of direct determination of HSA.
Selectivity of the MIP-HSA chemosensor with respect to other peptides
One of the most important aims of using molecular imprinting is to reach as high chemosensing selectivity with respect to analyte analogs as possible. To estimate this selectivity, the MIP-HSA chemosensor response to several different proteins was measured herein. Usually, concentrations of peptides are given in mass (µg) per volume (mL). But molecular weights of peptides may differ by several times. Therefore, molar concentrations are more reliable to express selectivity adequately (Fig. 3) .
[Here Fig. 3] Advantageously, the MIP-HSA chemosensor selectivity against myoglobin and cytochrome c was excellent, i.e., the chemosensor was practically insensitive to these proteins (curves 3 and 4, respectively, in Fig 3) . Selectivity with respect to lysozyme was lower, equaling to 3.6, but still high (curve 2 in Fig 3) . We can speculate that myoglobin and cytochrome c mostly consist of densely packed α-helices that make their structures rigid. However, nearly half the lysozyme sequence consists of random coils that are flexible. Most likely, this is why lysozyme molecules fit, at least partially, to the shape and location of recognizing sites of the imprinted cavity.
3.7 Determination of human serum albumin in artificial blood serum samples with the
MIP-HSA chemosensor
To prove that detectability of our chemosensor is sufficient for determination of abnormal concentrations of HSA in blood serum, we prepared samples of different concentrations of the 14 NORTROL control serum in the absence and presence of known amounts of HSA. Then, the HSA concentrations in the samples were determined with the MIP-HSA chemosensor using EIS, and then recovery was determined ( Table 2 ). The determined concentrations of HSA in samples were comparable to those prepared.
[Here Table 2 ]
Conclusions
We devised and fabricated an electrochemical chemosensor for selective determination of human serum albumin at the concentration level lower than that typical of human serum. We prepared this chemosensor by semi-covalent HSA molecular imprinting in a thiophene conducting polymer deposited as a thin film on an Au disk electrode. To our best knowledge, this is the first successful application of semi-covalent imprinting for preparation of an MIP for selective protein determination.
The HSA imprinting, and then releasing from the MIP-HSA was confirmed by the DPV, EIS, XPS, and PM-IRRAS measurements as well as by AFM imaging.
The DPV response of the MIP-HSA chemosensor to the HSA concentration in solution was linear in the range of 12 to 300 pM (0.8 to 20 µg/mL) HSA with the limit of HSA detection of 0.25 pM (16.6 ng/mL). For EIS, it was 60 to 1200 pM (4 to 80 µg/mL) and 12 pM (0.8 µg/mL), respectively. Those ranges are far lower than that afforded by the colorimetric Bromocresol Green protocol (Doumas et al. 1997 ). Moreover, a very high imprinting factor exceeding 20 strongly proved that semi-covalent imprinting allowed forming a large number of very well defined molecular cavities with high affinity to the HSA molecules.
Selectivity of the MIP-HSA chemosensor against the myoglobin and cytochrome c peptide interferences was excellent, and it was high with respect to the lysozyme protein. Moreover, the chemosensor was not responsive to low-(molecular weight) interferences encountered in the analyzed blood and urine samples.
The MIP-HSA chemosensor is promising for HSA determination in human serum samples. 
